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KENYATTA UNIVERSITY TEACHING, REFERRAL & RESEARCH HOSPITAL
SUPPLY CHAIN MANAGEMENT
PO Box 7674- 00100 Nairobi
Cell Phone: 0710642513/0780900519  Email: procurement@kutrrh.go.ke

DATE: 11/03/2024

RE: ADDENDUM NO. 2: TENDER NUMBER KUTRRH/TNDR/G/064/SDLM/2023-2024: TENDER FOR SUPPLY, DELIVERY, TESTING AND
COMMISSIONING OF SECOND-GENERATION LINAC MACHINE.

The above is to provide clarification/Amendment on the following of the above-mentioned tender:

Clarification/Amendment.

1. UPS: Uninterrupted power supply unit capable of supporting the linac equipment with a run time of 30 mins on full power mode.

80KVA online Smart with isolation transformer
2. Gantry Angle: The precision of the dosimetry system must be +0.5 degrees at any gantry angle from O to 360 degrees.

3. Vertical Green Room Laser Kit: Green Room Laser Kit for patient alignment with Vertical Remote-Controlled Sagittal Line Laser.

Features:

a. Green Remote-controlled Ceiling Crosshair Laser c. Green Vertical Remote-Controlled Sagittal Line Laser

b. Green Remote-controlled Lateral Crosshair Lasers



4. kV  Imaging System, The KV — (30KV - 140KV) imaging system is to desirably provide high quality kV images in the treatment room
for target localization, patient positioning, and motion management. The following clinical capabilities must be supported:
v" Online setup correction based on either a kV-kV or kV-MV pair of radiographs.
Automated and manual alignment of a pair of radiographs to their reference images
Acquisition of gated radiographs
Online setup correction based on radiopaque markers.

Pretreatment verification of gated treatment portals using kV fluoroscopy
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Remote couch motion to correct patient setups.
v" Optional: Acquisition of Cone-beam CT (CBCT) and lterative CBCT (iCBCT)scans

5. Oncology Information and Image Management/Treatment Record and Verify System

The OIS (Record and Verify) enables your treatment team to make informed, confident decisions for patients, and provides the tools required
to effectively manage the administrative aspects of your department. The desired information system will include a state-of-the-art latest
technology Server with rack and UPS (To be sufficient to optimally run the system) and 6 client workstations with monitors.

¢ Preferably windows 10 and above- based.

It will include the following features.

* Patient demographic data * Agenda and resource planning
* Diagnosis and staging entry * Reporting capability

Charge Capture [] Workflow Management Tools [] Reporting



6. The Hardware should consist of the following: Two separate, but fully integrated servers, one each for data management and image
management with back up with at least 4TB SSD capacity or more to handle busy department workload; 6 additional Image
Workstations for Review and Approval; a latest 5 mega pixel digital camera (lithium ion battery with at least 512 GB memory card)
for acquiring patient photos; a networked color image DICOM laser printer; capability for high speed internet connectivity for Online
Service support. A camera having capable of taking both still as well as motion picture having latest configurations should be supplied.
The unit should be able to integrate with the existing Record and Verify System.

7. . Other requirements: True online stabilized UPS —at least 8OKVA Online Smart UPS of required capacity to support the entire
system.

8. 6. Training and Education:

The bidder shall provide a detailed Training plan and Commitment Statement stipulating the types and venues for training:

Off-site Training Abroad for the below staff
* x1 Oncologists

. *  Onsite Training for staff for 2 weeks.
* X1 Physicists

* Remote Online Training.
* x2 Radiotherapy Technologists emote niine Training

. . . . *  Clinical School.
* 1 Biomedical engineer for at least 5 days at a recognized

training centre/factory
*Bidders shall provide training flyers and informational brochures
9. Documentation: Certificate of calibration and inspection from factory and MUST be traceable to a primary or secondary laboratory.
10. LINAC QA Therapy Beam Analysis; water phantom requested is 3D RFA

11. We request an amendment to the eligibility criteria for this tender:



Requirement is "OEM should have 4 similar installations in the country and 3 similar installations outside the country but in East Africa"
(refer to A 19 of preliminary evaluation/mandatory requirements), this is a specific vendor requirement. It should be amended to "2

similar installations in the country and 20 similar installations outside the country but in Sub Saharan Africa".

Clarification

Thank you for the expression of interest to participate in the current ongoing open tender for the second-generation LINAC machine.
Please note that, the technical specifications/mandatory requirements of the equipment are advised by the needs of the hospital.
Additionally, the specifications given do not contain any vendors name or brand name therefore any bidder is free to participate.

Kindly indicate what you offer on the compliance sheet of the tender document.

THE NEW CLOSING DATE CHANGES FROM 15™ MARCH 2024 TO 22N> MARCH 2024 AT 10.00 A.M.
All other terms and conditions remain unchanged.

END OF TENDER ADDENDUM

AHMED DAGANE, RN, BA, BSN, MBA-HCM
CHIEF EXECUTIVE OFFICER
JM/pn




